The simplest possible apparatus for electrometric titration, from a theoretical standpoint, would be a sensitive voltmeter connected between a calomel electrode and a hydrogen electrode. In practice, however, an nitude is a function of the poten-+ Li ; i i 1 - the sum of a constant current, (Io), which is independent of the ordinary voltmeter cannot be used, because the instrument would consume current enough from the cell to discharge the hydrogen electrode, and render it inoperative. For this reason all types of apparatus hitherto in use have depended upon balancing the unknown e.m.f. of the cell being used against a variable known e.m.f. produced by a potentiometer system, the balance being determined by a "null-point" galvanometer. With this type of apparatus a grid potential, and a current current IO with an equal current in the opposite direction. The remaining current is measured with a galvanometer or micro-ammeter, which may be calibrated to read di-I I rectly in volts, or in Sorensen units (PH) . With the proper connections, the current in the grid circuit, through the titration cell, is negligible, so that no circuit-breaking key is required, and the current (Ig-Io) was a t first thought that this steady current could be balanced by the torsion of the galvanometer suspension, but this was found impracticable because of a steady shift of the zero point. It was found possible, however, to balance the steady current by an equal and opposite current produced by a dry-cell acting through about 3000 ohms or resistance, R (Fig. 1) . The circuits were later simplified, and a more steady zero point obtained by replacing this battery by the potential difference a t the terminals about 0.6 ohms. Under these con-0 (Volts toend of fil.)
(Volts to f end of fil.) of grid. In order to obtain a steady zero point, the filament current must be maintained at a constant value, rvhich is possible only by protecting the filament resistance and its connecting wires from slight changes of tempera- Cc. NaOH. Fig 6. -Titration of Hap04 as to discharge the hydrogen electrode immediately. When the grid is given a negative potential, however, the current decreases, becoming zero a t about -7 volts. Fig. 4 indicates this effect, the ordinates being in this case scale divisions of a "Cenco" null-point galvanometer (1 scale division = 12X10-6 amps.), while the abscissas are, as before, the potential of the grid in volts. Potentials near -3..J volts are conveniently obtained by connecting the titration cell between the grid and the negative end of the filament. By connecting the hydrogen electrode to the grid and the calomel electrode t o the filament, potentials between -5.8 and -6.7 volts are obtained, within which range the grid current is entirely negligible.
Typical titration curves obtained with this arrangement are shown in Figs. 5 and 6. In these cases, and for all titrations, the terminals of the galvanometer were reversed and the resistance R' adjusted at such a value that the scale-reading was zero when the Sorensen value was zero. By a careful adjustment of the shunt resistance, the scale divisions will now directly indicate the Sorensen values in the titration Some difficulty was experienced in getting constant readings in regions of the curves where the Sorensen value changes abruptly, because the stirring necessary to produce a homogeneous solution resulted in a momentary decrease in the potential of the hydrogen electrode of about 0.02 volts. For this reason it was found necessary to stop stirring about 2 seconds before each reading was taken. With a constant stirring apparatus it might be possible to allow for this effect.
The sensitivity of the apparatus described in this paper is of the order of 0.1 Sorensen unit, or 0.006 volts. By merely employing a galvanometer scale capable of being read to 0.01 scale division (defined as before), the sensitivity might be increased tenfold, but unless the effect of stirring mentioned above is nullified, further improvement in this direction would seem useless. The writer wishes to express his appreciation of the advice of Dr. Gerald L. Wendt in connection with this work.
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In the titrations of Figs. 5 and 6, however, adjustment could only be made to the nearest ohm (25 ohms), and 14 Sorensen units are here represented by 12.8 scale divisions.
